Room Description: Dental Instrument, Sterilization, Medium (DNSC5)

Sheet Description: Room/Equipment Isometric

NSF: 180

Scale: Sheet 1 of 6
Room Description: Dental Instrument, Sterilization, Medium (DNSC5)

Sheet Description: Ceiling Mounted Equipment Plan

NSF: 180
Scale: 3/8" = 1'-0"

DNSC5 - CEILING MOUNTED EQUIPMENT PLAN
**DNC5 - NOTES**

1. Pass Window, 24"W x 36"H.
2. JSN K1910, Table, Work, Stainless Steel, shown as 60"W x 24"D, shall include casters.
3. JSN K1910, Table, Work, Stainless Steel, shown as 72"W x 24"D, shall include casters.
4. JSN K1910, Table, Work, Stainless Steel, shown as 36"W x 30"D, shall include casters.
5. JSN P8170, Utility Center, shall be included in Navy projects only.
Room Description: Dental Instrument, Sterilization, Medium (DNSC5)
Sheet Description: Interior Room Elevations

DNSC5 - NORTH ELEVATION

DNSC5 - SOUTH ELEVATION

DNSC5 - EAST ELEVATION

DNSC5 - WEST ELEVATION

Room Description: Dental Instrument, Sterilization, Medium (DNSC5)
NSF: 180
Sheet Description: Interior Room Elevations
Scale: 1/4" = 1'-0"

Sheet of 6
## DNSC5 - EQUIPMENT SCHEDULE

<table>
<thead>
<tr>
<th>Nomenclature</th>
<th>Qty</th>
<th>LF</th>
<th>AR</th>
<th>NA</th>
<th>AF</th>
<th>VA</th>
<th>1</th>
<th>2</th>
<th>3</th>
<th>4</th>
<th>5</th>
<th>6</th>
</tr>
</thead>
<tbody>
<tr>
<td>A5075 Dispenser, Soap, Disposable</td>
<td>1</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>A5080 Dispenser, Paper Towel, SS, Surface Mounted</td>
<td>1</td>
<td>A</td>
<td>A</td>
<td>A</td>
<td>A</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>A5145 Hook, Garment, Double, SS, Surface Mounted</td>
<td>1</td>
<td>A</td>
<td>A</td>
<td>A</td>
<td>A</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>D0830 Sterilizer, Rapid Dry Heat</td>
<td>1</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>A</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>E0948 Cart, General Storage, Mobile, 42&quot;H x 32&quot;W x 22&quot;D</td>
<td>1</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>E0963 Cart, General Storage, Mobile</td>
<td>2</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>F2000 Basket, Wastepaper, Round, Metal</td>
<td>1</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>F3200 Clock, Battery, 12&quot; Diameter</td>
<td>1</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>K1910 Table, Work, Stainless Steel</td>
<td>3</td>
<td>A</td>
<td>A</td>
<td>A</td>
<td>A</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>P3100 Lavatory, Vitreous China, Slab Type</td>
<td>1</td>
<td>A</td>
<td>A</td>
<td>A</td>
<td>A</td>
<td>D</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>S0237 Sterilizer,ELEC,VAC,2DO,RCSD 1WLL, 20x20x38 Cham</td>
<td>1</td>
<td>A</td>
<td>A</td>
<td>A</td>
<td>A</td>
<td>D</td>
<td>F</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>S4800 Sterilizer, SURG INSTRU &amp; Dressing, 10'' DIA CHMBR</td>
<td>1</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>C</td>
<td>-</td>
<td>B</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
</tbody>
</table>

### Room Description:
Dental Instrument, Sterilization, Medium (DNSC5)

### NSF:
180

### Sheet Description:
Equipment Schedule

### Scale:
Sheet 5 of 6
Dental Instrument, Sterilization, Medium (DNSC5)

Room Description: Dental Instrument, Sterilization, Medium (DNSC5)

Sheet Description: Flow Diagram

NSF: 180

Scale: 3/16" = 1'-0"

Sheet 6 of 6